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选择自 2008 年 7 月 ~2008 年 9 月的前列腺增生症患者血
清标本 50 例，年龄 54～89 岁，平均 71.2 岁。术前评估包括常规





仪，Luminex 200 液相芯片检测仪（美国 Backman Coulter 公司），
4.1μm 微珠（CP-40-10 stock in D.I. water，8.3×108/mL）购自美
国 Spherotech 公司。N- 羟基琥珀酰亚胺（NHS），1-（3- 二甲氨基
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[摘要] 目的 建立利用液相芯片技术定量检测人血清中前列腺特异性抗原的反应模式，并对该方法进行评价。方法 应用液
相芯片技术检测 50 例前列腺增生患者血清中的前列腺特异性抗原（PSA），评价该方法的线性范围、最低检测限、精密度等
指标，并将结果与化学发光免疫分析法 （CLIA） 进行相关性分析。结果 液相芯片技术检测 PSA 标准曲线的线性范围为
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[Abst r act ] Object ive To quantify prostate specific antigen in human serum using liquid chip method and evaluate the performance of the
method. Methods Liquid chip method was employed to detect the PSA in 50 cases of benign prostatic hyperplasia patients’serum，evaluating
the index of linear range，detection limit and accuracy，and make a correlation analysis with chemiluminescence immunoassay（CLIA）. Result s
The linear range for the measurement of PSA was 0.022~129.6ng/mL and the lowest detection limit for PSA was 0.018 ng/ml. The intra-and
inter-assay coefficients of variation were 2.18%～2.28% and 1.61%～4.18% respectively. Liquid chip method and CLIA were used to quantify
PSA in human serum. The results showed that there were no significant differences in these two methods（P＞0.05），but they had a good corre-
lation（r＝0.9984）. Conclusion Liquid chip immunoassay has wide linear range，high sensitivity，repeatability，saving time and samples，
with potential clinical applications.
[Key Words] Liquid chip method；Prostate specific antigen；Reaction mode
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计算得出 PSA 的最低检测限为 0.018ng/mL（如图 1）。
2.3 精密度试验
用液相芯片技术对低、中、高值质控品分别进行精密试验，
每份样品连续测定 8 次，计算χ、s，求批内 CV 值。每日测定 1
次，连续测定 8d，计算χ、s，求批间 CV 值。结果见表 1，2，PSA




































PSA 的最低检测限为 0.018ng/mL。其灵敏度是常规的 ELISA 方
法的灵敏度 10～100 倍[11]。与化学发光法相比，敏感性等同或略
高。（2）线性范围宽：在研究中我们得到 PSA 标准曲线的线性范
围为 0.022~129.6ng/mL，比常规的 ELISA 方法高 10 倍以上，可以达
到 3～5 个数量级，检测浓度范围可以在 pg～μg 级[11]。（3）检测血
清用量少、反应快速快：仅需要 1μL 标本和 2h 即可完成 PSA 的
检测，较之 CLIA 大大节约了试剂、标本用量、人力以及操作时
间，而且检测成本也比国外进口试剂更低，因为杂交或免疫反应





χ±s（ng/mL） 7.26±0.16 17.93±0.39 33.80±0.77
CV% 2.20 2.18 2.28
低值 中值 高值
χ±s（ng/mL） 7.41±0.31 18.05±0.29 32.48±0.72
CV% 4.18 1.61 2.22
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